Abstract A key comparison has been made between the absorbed dose to water standards of the PTB, Germany and the BIPM in the medium-energy x-ray range. The results show the standards to be in general agreement at the level of the standard uncertainty of the comparison of 9 to 11 parts in 10 3 . The results are combined with those of a EURAMET comparison and presented in terms of degrees of equivalence for entry in the BIPM key comparison database.
Introduction
An indirect comparison has been made between the absorbed dose to water standards of the Physikalisch-Technische Bundesanstalt (PTB), Germany, and the Bureau International des Poids et Mesures (BIPM) in the x-ray range from 100 kV to 250 kV. Two cavity ionization chambers were used as transfer instruments. The measurements at the BIPM took place between October and December 2016 using the reference conditions recommended by the CCRI (CCEMRI 1972) . As the first in the comparison series BIPM.RI(I)-K9, the present report was submitted to Section I of the Consultative Committee for Ionizing Radiation (CCRI) at its meeting in June 2017 for approval of the comparison series, along with the reports Burns et al (2017) describing the new BIPM standard and Burns (2017) detailing the new correction factor k ii k W .
The BIPM standard for absorbed dose to water
At the BIPM, the absorbed dose to water is derived from the air-kerma determined using a freeair ionization chamber standard with measuring volume V. The air-kerma rate is derived using the relation 
where r air is the density of air under reference conditions, I is the ionization current under the same conditions, W air is the mean energy expended by an electron of charge e to produce an ion pair in air, g air is the fraction of the initial electron energy lost through radiative processes in air, and Π k i is the product of the correction factors to be applied to the standard.
The values used for the physical constants r air and W air /e are given in Table 1 . For use with this dry-air value for r air , the ionization current I must be corrected for humidity and for the difference between the density of the air of the measuring volume at the time of measurement and the value given in the table. 
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The BIPM air-kerma standard is described in Boutillon (1978) and the changes made to certain correction factors in Burns (2004) , Burns et al (2009) and the references therein. The main dimensions, measuring volume and polarizing voltage are given in Table 2 and the correction factors k i (and g air ) and their associated uncertainties in Table 3 . The combined correction factor k ii k W is described in Burns (2017) and the references therein. The stated values and uncertainties are taken from the same report.
The report of Burns et al (2017) describes the conversion from the air-kerma rate at the reference distance of 1200 mm in air to the rate of absorbed dose to water at this distance at a depth of 2 g cm −2 and a field diameter of 98 mm in a cubic water phantom of side length 20 cm. The depth is evaluated taking into account the PMMA window of thickness 1.677 mm and nominal 3/13 density 1.19 g cm -3 , and the water density of 0.9982 g cm -3 at 20 °C. The method makes use of Monte Carlo calculations and measurements using waterproof transfer chambers in air and in water. The detailed calculations simulate not only the experimental geometry and the transfer chambers, but also the x-ray tube, collimation and filtration. The report also provides a detailed uncertainty analysis.
The rate of absorbed dose to water on the central axis at the depth of 2 g cm −2 in the BIPM phantom is derived from the air-kerma rate given by equation (1) using the relation air w,air w
The conversion factor C w,air is defined as MC air cav, air w cav, w rn air w air w,
where Q w /Q air is the measured charge ratio water-to-air for a given transfer chamber and the measured non-uniformity factor k rn corrects the reading in water to a central-axis dose. The calculated factor in parenthesis is essentially a ratio of absorbed-dose and air-kerma 'calibration coefficients' for the given chamber type, D cav,w and D cav,air representing the absorbed dose to the air of the chamber cavity when in water and air, respectively.
The BIPM reference values for C w,air and their relative standard uncertainty are taken from Burns et al (2017) and given in Table 4 . These were determined from measurements and calculations for a series of transfer chambers. 
The PTB standard for absorbed dose to water
The PTB standard for absorbed dose to water is a water calorimeter as described in detail by Krauss et al (2012) . Briefly, the absorbed dose D w is derived from the radiation-induced temperature rise DT using the equation
where c p is the specific heat capacity of water, h is the heat defect, which for hydrogen-saturated water is taken to be unity with an uncertainty of 0.14 %, k c is the correction for heat conduction during and after irradiation, k p is the correction for the perturbation due to the detector, k r corrects for the non-uniform lateral dose distribution and k T is a correction between the operating temperature of the calorimeter (4 °C) and the temperature at which reference ionization chambers are calibrated. The values for these factors and their uncertainties vary significantly with beam quality and are given in Krauss et al for the TH series of radiation qualities used to characterize the calorimeter at the PTB (which are not those used for the present comparison).
Two reference chambers, NE 2561 serial number 240 and PTW 30013 serial number 425, were calibrated directly in the water calorimeter phantom at the same TH series of radiation qualities and at a depth of 5 g cm
. Interpolation to other radiation qualities (including the PTB realization of the CCRI reference qualities given in Table 7 ) is made using a polynomial fit to these data characterized in terms of the air-kerma weighted mean energy, evaluated from 4/13 measured x-ray spectra. Calibration coefficients N Dw measured at 5 g cm −2 are assumed to be valid at 2 g cm −2
. The reference water phantom for calibrations is a cube of side length 30 cm. The PTW 30013 reference chamber was used to realize the absorbed dose to water at 2 g cm −2 in this phantom, for the present reference distance of 1000 mm and beam diameter of 100 mm.
The transfer instruments

Determination of the calibration coefficient for a transfer instrument
The absorbed dose to water calibration coefficient N Dw for a transfer instrument is given by the relation
where w D  is the rate of absorbed dose to water determined by the standard and I tr is the ionization current measured by the transfer instrument and the associated current-measuring system. The current I tr is corrected to the standard conditions of air temperature, pressure and relative humidity chosen for the comparison (T = 293.15 K, P = 101.325 kPa and h = 50 %).
To derive a comparison result from the calibration coefficients N Dw,BIPM and N Dw,NMI measured, respectively, at the BIPM and at a national metrology institute (NMI), differences in the radiation qualities must be taken into account. Normally, each quality used for the comparison has the same nominal generating potential at each institute, but the half-value layers (HVLs) may differ. A radiation quality correction factor k Q is derived for each comparison quality Q. This corrects the calibration coefficient N Dw,NMI determined at the NMI into one that applies at the 'equivalent' BIPM quality and is derived by interpolation of the N Dw,NMI values in terms of log(HVL). The comparison result at each quality is then taken as
In practice, the half-value layers normally differ by only a small amount and k Q is close to unity.
Details of the transfer instruments
Two Farmer-type waterproof thimble chambers belonging to the PTB were used as transfer instruments for the comparison, both having previously been used for the EURAMET.RI(I)-S13 comparison documented in Büermann et al (2016) . This enabled the results of the two comparisons to be linked. The main characteristics of the chambers are given in Table 5 .
Calibration at the BIPM
The BIPM irradiation facility and reference radiation qualities
The BIPM medium-energy x-ray laboratory houses a high-stability generator and a tungstenanode x-ray tube with a 3 mm beryllium window. An aluminium filter of thickness 2.228 mm is added (for all radiation qualities) to compensate for the decrease in attenuation that occurred when the original BIPM x-ray tube (with an aluminium window of approximately 3 mm) was replaced in June 2004. Two voltage dividers monitor the tube voltage and a voltage-to-frequency converter combined with data transfer by optical fibre measures the anode current. No transmission monitor is used. For a given radiation quality, the standard uncertainty of the distribution of repeat air-kerma rate determinations over many months is better than 3 parts in 10 4 . Repeat calibrations in water using reference ionization chambers over several months preceding the present comparison show a standard deviation of around 2 parts in 10 4 . The 5/13 radiation qualities used in the range from 100 kV to 250 kV are those recommended by the CCRI (CCEMRI 1972) and are given in Table 6 . Nominal volume / cm 3 0.6
Polarizing potential / V +300 a a Potential applied to the outer electrode. The irradiation area is temperature controlled at around 20 °C and is stable over the duration of a calibration to better than 0.1 °C. Three calibrated thermistors measure the temperature of the ambient air, the air inside the BIPM standard (which is controlled at 25 °C) and the water temperature at the height of the beam axis. Air pressure is measured by means of a calibrated barometer. The relative humidity is controlled within the range 40 % to 50 % and consequently no humidity correction is applied to the current measured using transfer instruments.
Measurements using the BIPM standard
The reference plane for the BIPM free-air chamber standard was positioned at 1200 mm from the radiation source, with a reproducibility of 0.03 mm. The standard was aligned on the beam axis to an estimated uncertainty of 0.1 mm.
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During the calibration of the transfer chambers, measurements using the standard were made using positive polarity only. A correction factor of 1.00015 is applied to correct for the known polarity effect in the standard. The leakage current, relative to the ionization current, was measured to be around 1 part in 10 4 .
The factor k a in Table 3 corrects for the attenuation of the x-ray fluence along the air path between the reference plane and the centre of the collecting volume. It is evaluated using the measured air-attenuation coefficients given in Table 6 . In practice, the values used for k a take account of the temperature and pressure of the air in the standard. Ionization current measurements (both for the standard and for transfer chambers) are also corrected for changes in air attenuation arising from variations in the temperature and pressure of the ambient air between the radiation source and the reference plane (or the phantom front face in the case of measurements in water).
Transfer chamber positioning and calibration at the BIPM
With the water phantom lowered below the beam axis, the reference point for each chamber was positioned in the reference plane (1200 mm from the radiation source), with a reproducibility of 0.01 mm. Each transfer chamber was aligned on the beam axis to an estimated uncertainty of 0.1 mm. The filled water phantom was then raised and the outer surface of the front face positioned 18.04 mm closer to the source, corresponding to 2 g cm −2 when account is taken of the PMMA window and water densities, with a reproducibility of 0.01 mm.
The leakage current was measured before and after each series of ionization current measurements and a correction made using the mean value. The relative leakage current for all three transfer chambers was below 1 part in 10 4 .
For the calibration of each transfer chamber at each radiation quality, two sets of seven measurements were made, each measurement with integration time 60 s. The relative standard uncertainty of the mean ionization current for each set was below 2 parts in 10 4 for both chambers. Repeat calibrations for both chambers at all radiation qualities showed a standard deviation below 3 parts in 10 4 . Based on these measurements, an uncertainty component of 3 parts in 10 4 is introduced in Table 12 to account for the short-term reproducibility of the chamber calibration coefficients at the BIPM.
Calibration at the PTB
The PTB irradiation facility and reference radiation qualities
The x-ray source used for the calibrations at the PTB is of type MGC41, manufactured by YXLON International X-Ray GmbH. The converter-type generators of type MGG43 and MGG42 operate at a frequency of 40 kHz and yield a constant potential that can be varied between 20 kV and 320 kV in steps of 20 V. The bipolar x-ray tube Philips MCN 323 has a tungsten anode with an angle of 22° and a 4 mm beryllium exit window. The high voltage is measured invasively with a frequency-compensated voltage divider manufactured at the PTB and traceable to the PTB primary standard for dc high voltage. A high purity Ge spectrometer was used to measure the x-ray spectra from which the characteristic beam parameters shown in Table 7 were deduced.
The irradiation area at the PTB is temperature controlled at around 20 °C and is stable over the duration of a calibration to better than 0.1 °C. Two thermistors, calibrated with an uncertainty of 20 mK, measure the temperature of the ambient air close to the monitor and transfer chamber, respectively. The ambient air pressure is measured using a barometer (Setra capacitance-sensing circuit system) calibrated with an uncertainty of 6 Pa. All ionization current measurements are corrected for air temperature and pressure. There is no air humidity control in the laboratory but 7/13 the relative humidity cannot exceed 60 %. No humidity correction is applied to the ionization current measured using transfer instruments. 
Transfer chamber positioning and calibration at the PTB
The reference point for each transfer chamber was positioned at the reference distance (1000 mm from the radiation source) and at the reference depth of 2 g cm −2 in the calibration phantom. Depth positioning is achieved using a solid length artefact manufactured at the PTB that establishes the required distance between the inner surface of the entrance window of the water phantom and the outer surface of the ionization chamber wall. The depth is set to 20 mm, being the sum of the 5 mm thick PMMA entrance window, the 3.5 mm radius of the chamber and the 11.5 mm solid length artefact. The corresponding positioning uncertainty is estimated to be 0.2 mm.
The charge measurements were made using a Keithley 616 electrometer calibrated at the PTB using a precision DC voltage calibrator and calibrated air capacitors. The transfer chambers were connected to the electrometer using a PTW-M to Triax-BNC/Banana adaptor. The leakage current was measured before and after each series of five ionization current measurements and a correction made using the mean value. The relative leakage current for each transfer chamber was less than 5 parts in 10 4 . The relative standard uncertainty of the sample of five repeat current measurements at each radiation quality was typically about 5 parts in 10 4 .
Additional corrections to transfer chamber measurements
Ion recombination, polarity, beam non-uniformity and field size
As can be seen from Tables 6 and 7 the absorbed-dose rates are almost two times higher at the PTB, but the effect of this for thimble-type chambers is negligible and so no corrections are applied for ion recombination. Each transfer chamber was used with the same polarity at each laboratory and no corrections are applied for polarity effects in the transfer chambers.
For thimble-type chambers, the radial non-uniformity correction determined at 2 g cm -2 in the BIPM reference beams is around 3 parts in 10 3 . As this correction is likely to be similar at the two laboratories, no corrections are applied for non-uniformity but an uncertainty component of 8 parts in 10 4 is included in Table 13 . As the field sizes at the PTB and the BIPM are each close to 100 mm, no field-size corrections are applied.
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Radiation quality correction factors k Q
As noted in Section 4.1, slight differences in radiation qualities may require a correction factor k Q . From Tables 6 and 7 it is evident that the 135 kV and 250 kV radiation qualities at the BIPM and at the PTB are closely matched in terms of HVL. However, the 100 kV and 180 kV HVLs at the PTB are higher than those at the BIPM, resulting in non-negligible k Q correction factors for the PTW30013 chamber type. The k Q factors used in conjunction with equation (6) are given with the results in Table 9 and a corresponding uncertainty of 2 parts in 10 4 included in Table 13 .
Comparison results
The calibration coefficients N Dw,PTB and N Dw,BIPM for the transfer chambers are presented in Table 8 . The values N Dw,PTB measured before and after the measurements at the BIPM give rise to the relative standard uncertainties s tr,1 and s tr,2 for the two chambers, also given in the table, which give a first estimate of the uncertainty in N Dw arising from transfer chamber stability. a For each pre-post pair of N Dw,PTB values with half-difference d, the standard uncertainty of the mean is taken to be s tr,i = d / √(n-1.4), where the term (n-1.4) is found empirically to be a better choice than (n-1) to estimate the standard uncertainty for low values of n. For n = 2, s tr,i = 1.3d.
For each chamber at each radiation quality, the mean of the PTB results before and after the BIPM measurements is used to evaluate the comparison results R Dw,PTB given in Table 9 , including the stated values for k Q . The final results for R Dw,PTB in Table 9 are evaluated as the mean for the two transfer chambers.
For each quality, the corresponding uncertainty s tr is the standard uncertainty of this mean (using again the choice (n-1.4) introduced in the footnote to 
if this is larger (on the basis that the agreement between the comparison results using different transfer chambers should, on average, not be better than their combined stability estimated using s tr,1 and s tr,2 from Table 8 ). The mean value of s tr for the four qualities, s tr,comp = 0.0006, is a 9/13 global representation of the comparison uncertainty arising from the transfer chambers and is included in Table 13 . 
Uncertainties
The uncertainties associated with the BIPM primary standard are listed in Table 10 . For the PTB standard the uncertainty varies significantly with radiation quality. The standard is used in the TH series of qualities and uncertainties are given in Table 11 for two of these covering the range of the CCRI qualities (TH100 with a Cu HVL of 0.19 mm and TH280 with a Cu HVL of 3.38 mm). Also included in Table 11 are the uncertainties arising from the transfer of dose to the reference phantom for calibrations at the PTB. Uncertainties for the transfer chamber calibrations made for the present comparison are given in Table 12 . The combined standard uncertainties for the comparison results R Dw,PTB are presented in Table 13 . 
Discussion
The comparison results presented in Table 9 show the PTB and BIPM standards to be in agreement at the level of the standard uncertainty of the comparison (Table 13 ) of 9 to 11 parts in 10 3 . No clear trend with radiation quality is evident in the results, but rather scatter around a 10/13 mean value of 0.992 with a standard deviation of 2.6 parts in 10 3 . It is clear that this scatter does not come from the transfer chamber calibrations as the two chambers give remarkably similar results. It is more likely that it comes from underlying statistical variations in the standards themselves and effects related to differences in the TH and CCRI series of radiation qualities (the component 'beam size and spectral differences' in Table 11 of 2 parts in 10 3 ). The PTB piloted the previous comparison EURAMET.RI(I)-S13 of water absorbed-dose standards documented in Büermann et al (2016) , with the participation of the PTB, the ENEA (Italy), the LNHB (France) and the VSL (Netherlands). The comparison involved the circulation of three PTW30013 transfer chambers, two of which are those used for the present comparison. The results of the EURAMET comparison were expressed (in their Table 16d ) as degrees of equivalence relative to a reference value chosen for the comparison (a weighted mean). It is straightforward to use the results for the PTB to link the EURAMET results to the present comparison. Further, as the BIPM standard has no significant correlation with any of the other standards, the uncertainty analysis for each NMI involves just the stated total uncertainties for the BIPM and the NMI plus an additional linking component. This linking uncertainty arising 11/13 from the PTB measurements in both comparisons is estimated from the components of Table 12 to be 2.5 parts in 10 3 . This value implicitly includes the estimate of transfer chamber stability (1.5 parts in 10 3 ) inferred from the N Dw,PTB values obtained for the two chambers common to both comparisons. The results of this analysis are presented as degrees of equivalence in the following section. 
Degrees of Equivalence
The analysis of the results of BIPM comparisons for air kerma in medium-energy x-rays in terms of degrees of equivalence is described in Burns (2003) . Following a decision of the CCRI in 2017, and in common with all other key comparisons in the series BIPM.R(I), the BIPM determination of the rate of absorbed dose to water is taken as the key comparison reference value, for each of the CCRI radiation qualities. It follows that for each laboratory i having a BIPM comparison result x i with combined standard uncertainty u i , the degree of equivalence with respect to the reference value is the relative difference D i = (K i -K BIPM,i ) / K BIPM,i = x i -1 and its expanded uncertainty U i = 2 u i . The results for D i and U i , expressed in mGy/Gy are shown in Table 14 and in Figure 1 . These include the linked results of the EURAMET.RI(I)-S13 comparison (Büermann et al 2016) discussed in the previous section. Note that these data, while correct at the time of publication of the present report, become out of date as laboratories make 12/13 
Conclusions
The key comparison BIPM.RI(I)-K9 for the determination of absorbed dose to water in mediumenergy x-rays shows the standards of the PTB and the BIPM to be in general agreement at the level of the standard uncertainty of the comparison of 9 to 11 parts in 10 3 (see Tables 9 and 13 ). Tables and graphs of degrees 
BIPM.RI(I)-K9
